@ ORIGENE

Description: Calibrator Protein
Part Number: DP0005-P1
Lot Numbenr:
Expiratlon Date:
Date of Thaw:
Storage: 2°Cto 8°C
Form: Liquid, 0.2 pm filtered

Test __Specification Result | Pass/Fall
Appearance Yellow to amber liquid, may be cloudy with soma precipitation
Total Protein Report
Final pH 6.0-8.0
Sodium Azide <0,10%
Concentration
Turbidity Testing 0D660nm <0.1 at 4°C
0D660nm <0.1 at 37°C for 3 days
0D660nmM<0.1 after 3 freaze/thaws
Proteln Concentrations**
Analyte me/dl. IU/mL Analyte IU/mi
a ~1-Antitrypsin (AAT) Complement Component 3 (C3)
o -2-Macroglobulin (A2M) Complsmeant Component 4 (C4)
o -1-Acld glycoprotein{AGP) Albumin (ALB)
Ceruloplasmin (CER) Immunoglobulin A (IgA)
Haptoglobin (HPT) Immunoglobulin M (IgM)
Transferrin (TRF) Prealbumin (PAL)
Immunoglobulin G (IgG)
Prepared By: Reviewed By:
Quality Control-Date

Quality Assurance-Dalte
9620 Medical Center Dr. | Rockvlille, MD20850 USA | +1 (888) 267-4436 | +1 (301) 340-3188

WWW,Orlge he. comeoustsuppotigdonaene com



